\<b&SZ- 

Customer .. . ... ...... ..... . 

clj-l}=iJ[ cj»'LvJl cJLjj=J jj-a'JI c ^=>^ 

27673 Ii7 SERVICE REPORT Al Amin Maintenance & Contracting Co. Ltd. 


»-r-*r'7T* l C?\ 

1 

i,V*' 
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Vx-lOa Check List 


Customer 

tAM\- 

Main body 

SN: 


Date: ^ ^ 


Location: 


Service Engineer: USQ.m<^ 


Remarks 


~~[furn On Passed 
'Objective Lens check 

'Blow off Dirt and Dust from Objective lens by blower 
/jpe surface with alcohol 
[Checking Fuses 
[Checking Observation Bulb 
[Checking flash Lamp 
fchecking software image 
IMaintaing PC 


.... .t-Vl... 


0 


Scanned by CamScanner 









































rTTTi;^. 

\ 1 M\'TENVA ? CE 

I Hosp'lo' / Ciinic i r, f\ P\bH,!-)\Cv^^ [ Telephone : 


Customer 




„ _ _ _ iLuJsJ! iCUcJ ^'J 1 

2 ' 6 i i !'i 7 SEE RYICE REPO RT AlAmin Maintenance S. Contracting Co. Ltd. 


! Date : 22 (O .2Dtft lnvoice * : 


| Ho:.pii 

Address 


I Fax : 


PPM 


| P.O. # : 


| Installation 


JerlrloK- HoMV i Received 


thru: 


| Warranty 


iSAP Service Call#: 


Contact Person : 


I wT Contract 


| j Paid Service 


Model: 


AL- ScAfO 


|Serial#: 2-3C>2>2.l4 Description F>ib mejL€r 


Problem / Error: 


Work Report: 


PPM has loe.ifn di^ne a.c per rh^rV IfcrfL 


-1-frfi-T-j- 

MarhirvP'k uoafPrtg eTKri«gAT\M 


Optical Q Ophtha Derma Q] ENT Q] Ortho Q Neuro Q General | | 



Heid Office: Jeddah • D - 

pna-wArM .... Branch: 


( Hotline 9200 - Amico / 9200-26426 ) 

A]-Khobar Branch: Al-Madina Branch : Abha Branch: 


FOB® 3871 Jak» zitti. KSi p hZ «?"' ’ Al-Khobar Branch: Al-Madina Branch : Abha Branch- u.:, c . . - . „ 

*&sr E|=F^ E~ Si- S- m* 

b-Mail. Ksa@arnicogroup.com www^m.coq>-oup.com 

o.„y ■ F„„,„ oor Cir~>„ ; Accountant 
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Date 


Location 

Jed 

Service Engineer 

O £ ami; 


Customer 

tAAH- 

AL-SCAN main body 

S/N: 


[Tfofleaure the A Probe reading by phantom crystal / 2 V 
j~v^Gain control knob Rotation 
["^fCheck Network Setting. 

0 Check measurmint. 

0Check Movements 

H Checking noise 

Checking the power source 


Pc»££ 
^ / 


Remarks 


MrirblA'P^ 

UJ £ ^ 

L 

- 0 

1 



Scanned by CamScanner 


























■ ' -PjV^ \E: 

Bragg ^ > v3\\ 

Customer ^jji ^'Ji ,^'ji ; 

,,,.. A ,„„ ^/'(i//l /1 7 SERVICE REPORT Al Amiri Maintenance 2 Contracting Co Ltd 

MAIN 11 NANC.I 

. . . L'lVlqAbduloa’v 

vtftspM dr? 




JccMolv VUk 


jar 


(lohttu l I ‘oimim 
Moiinl 

I 'inhltMn /1 not 


Woi k Report 


1 KN r iKi \TI 
oNgot i 


InlnplKitin 

biii» 'Li. 

Invoice#: 

1 nx : 

| PPM / 


P.0 II 

[ | Inr.MIrifiori 


Uticolvnri thru: 

j | Warranty 


liAl 1 Utuvlui Call II: 

| g'tJonlfict 



| | 1 -’aid Service 


Snrlnl II: t302.626t3Oiy., f Description 

PVxcaco V y tOi cVnIoc, 




PPM has \>e.tA _ c lc 1 fe L 

M q cK‘» oP r s _uy- 


Optical | | Ophthn |*4— Dornin [ ] ENT Q Ortho Q Neuro Q General [~| 

City. 

Part Description 

Part# 

Price 




i 




{ 










Warranty Poriod: 


Invoice # 



Accoptnnco Dato 

— 

\ 1st PM 

2nd PM 

3rd PM 

4th PM 

/ / 20 

\ / 20 

/ / 20 

/ / 20 

/ / 20 

Onto 

\. 


0 1 X 120 

/ / 20 

/ / 20 

/ / 20 



' f yf 


r 




I / > 


Y 72 

V s N 




if - - 'T J0 ‘ — 


Woixlng Time 

Expenses 


| Dnto 

From 


Total 

Unit 

Total 

Date 

From 

To 

Total 

Unit 

Total 

Date 


Total 



/ 

/S 

- 















-- - 

/ 















- ^ 

r * 
















- 

Total Travel 


Total Work 


Tptcil Expense^ 





. Udd»h; Riyadh Branch: Al-Khobir Branch 1 Al-Midlna Branch; Abha Branch: Kafl Brindh: Qasslm Branch; 

Htad 0n»ca. ' ^ p 0 ^ M1 r7 toy*ih nV34. KSA PO Bm 30047, Al Khotw 31952. KSA P 0 Hox 2870 Midini * KSA Al Rajhi Cvnlar • KhaHdyi - Abh« • K$A H*it - KSA Oawim - Rralah • KSA 

POB^WnMWna ' " w 11. <800407 Tii : *966.13 684 2911/804 3587 Tol *906 14 8154244/815 2529 Til *066-17 2281790 W *986*18-558*266 Tal. +966*16-326^3115 

W ♦96^2-6601t« W®». w rax : *986-11-4803634 tu : *966 1J8M4033 Fax. . *966-14 8154742 fax *966 17.228 8791 Fa*. ■ ♦966-16-558-5080 Fax *-96616-326-7115 


jjonginoor 


Signature: 


( StftHno 9200 - Amtco / 9200-26426 ) 

u**HOfltcr J«*d»h: Riyadh Branch: AI-Khobar Branch: ANMidina Branch; Abha Branch* Hall Branch* o*«im Rranrh. 

U!^«n>ddahJt«t.KSA 53177, Riyadh 11534, KSA P O 8ox 30047. Al Khobar 31952 »KSA P O. Box 2870 Madina • KSA AJ Rajhi Canter • KhaMlyi • Abha ■ KSA Hsfl*KSA atTh 

^*^»U0'885f7W ** -*W IV W0437 7#J *986-tW#4 2911 / 884 3587 Tal *966 14815 4244/BIS 2529 Tal • ♦O/Ut.iT.Mi «7nn eta iwt t-i 


4 2911 /884 3587 Til • *966 14 8154244/B15 2529 Til *908-17J78 8790 
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kmal 


hoose Model C>Z.v \ 


Data Sheet for Infiniti Vision System 

Service Request No. _ .-g PM - 

S/N . DataService* ^2-lD-2£ ' ! £ 


\ Equipment 

Calibration Number 

Calibration Due Cate 

Fluke Scopemeter Model 123 

E19C218-1GOO-MS1 

February 21.2019 J 

Pulsea Pressure Box 

C563 

Becer-jb*r2 2C1S 

1 Gilmont Flowmeter 

ACC143364 

May 4.2019 

| Fluke DPM 3 

ACCS180750 

May Z 2019 


(complete section 2.1, then proceed to 2.2) 

2.1. PREVENTATIVE MAINTENANCE CHECK 


(st ;art 2* 2 2 


1 2.1.1 Q^nspect and clean front panel touchscreen. 

2.1.12 GTnspect CPC Connector 

2.1.2 □'inspect and clean internal console 

2.1.13 Blnspect Pneumatic Air and Moisture Filers 

1 2.1.3 BCheck ground resistance 

2.1.14 □ Replacement of CPU PCB Battery {p-n 15C-C22; G-Nct 

1 2.1.4 03nspect system hardware 

2.1.15 □ Replacement of 12 Volf Battery (pti 19C-G2CJ) due 

I 2.1.5 □ Visually inspect ail cables, connectors, PCB’s, etc 

2.1.16 □'Power Supply Voltages: 

1 2.1.6 QTCheck and tighten casters 

Dual P.S. 5v = 5.1 to 5-25 

1 2.1.7 Etibeck Fluidic Module Hub Rollers 

Single P.S. 5v = 5.1 to5.4 fs.'Z_ 

1 2.1.8 Qfnspect Fluidic Module Solenoids 

1?v = 17 1 tn 12.25 \2-l 24v = 24 to 24.5 'ZMi'L 

1 2.1.9 0"Check Fluidic Module Vent Valve Linkage screw 

2.1.17 SVideOvertay Data Output Test (see step 2 ?. * - 

2.1.10 □’"System Cooling 

2.1.18 □'Replace system covers 

| 2.1.11 QdV Pole test 



2.2. SERVICE FUNCTIONAL TEST 


2.2.1 Load Box Resistance 


Cautery Plugs 
75Q ± 4Q 

Adapter Cable 
2.37K D to 2.62K O 

Motor Output & Gnd 

M Out & Gnd 

950 land 10.5Q 

Motor Output & Motor 1 

MOut&MI 

9.50 land 10.50 

Motor Output & Motor 2 

M Out & M2 

9.5Q land 10.5Q 

AquaHase 

23.GC-27.0Q 

Ts'.s 

ohms 

2-S. 

Kohms 

10.» 

ohms 

i°.\ 

ohms 

lo.V 

ohms 

WfK 

otirrs 


□Universal Load Box (P/N 210-3202-001) used during testing 
2-2.2. FRONT PANEL & TRAY ARM TEST_ 


1 

2.2.2.1 DISPLAY 

2.2.25 MULTIMEDIA CARD DRIVE 


2.2.2.1.2 □'Verify display shows Setup screen 

2.2.2.5.1 rem System to Data Card 


2.2.2.1.3 ETCheck Display Arm range of motion 

2.2.2.5.2 BTfetete Data from System 

- 

2.2.2.2 EK^heck Tray Arm range of motion 

2.22.53 BRestore from Data Card to System 


2 2 2 3 TOUCH SCREEN/TONE/VOICE 

2.2.2.5A QOelete Data from Card 


2.2.2.3.3 □Verify Touch Screen step changes. 

2.2.2.55 BDelete Data from System 

- 

2.2.2.3.4 QVerify tone/voice responses 

2.2 2.6 EVENT VIEWER AND LOG RETRIEVAL 


? 2 2.4. CONTROL BUTTONS 

2.2.2.62 Dtist noted 


2.2.2 4.1 Q'N/erify settings adjustments, change Linear and Fixed 

2.2.2.6.4 Q^vent Log Backed Up and Uploaded 


2-2.3. REMOTE CONTROL TEST 2.2.3.3 □'Verify system changes between selected steps 


— 

99 3 FLUIDICS MODULE TEST 

2.2.5. FOOTS WITCH TEST 

1 

2 2.4.1 FMS AUTO LOAD 

2.25.1 □Verify footswitch icon indicates pos^on 0 


2.2.4.15 QVerify FMS Latch Mechanism pulls/holds FMS 

25.5.3.1 BObserve change from position 0 to 1 and to 2. 


2.2.4.1.4. Record REL^VMrom the About Screen 

2.2.5 3.2 □'Coag power increases from CM00% as pedo? depressed 


7 9 4 2 ASPIRATION SENSOR CALIBRATION 

2 2 5 4 Q-No intermittent response COAG Power or FTSVV icon 


2.2.4.2.1. □'Verify FMS calibration passed 

2.2 5.6 BVenfy footswitch detects vibration. 


9 2 4 3 IRRIGATION FAILSAFE 

2 2.5.7 QA/erify footswitch vertical, horizontal, and treads 

_ 

2 . 2 . 4.3 4. QVerify list of faults displayed 

switches (left and nght for each) 


_ Form ITCDOC-000360, Version 12.0, Page 1 of 2 Parent Document: ITCSOP-000637 Supercedes: S0S37-C1 
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AP-7000 PPM Check List 


Equipment: Perimetry 
Model: fXP-'^QO 


Customer / Location: \C/\A4 / Jf cj 

S/N: S^oOd'O^^S 

Pass Fail 


1. Focusing of Target reticle. 0"" 

pr 

2. Characters on the monitor 

3. Smooth horizontal movement of main body GP" 

4. Clean Dome. * 

5. Ckeck Measurement 

ET 

6. Proper measurement of Left & Right 

7. Chin Rest vertical Smooth movement 

8. Cleaning of optics. 


j ,:+oPi 1 p for its intended use. CpYes 
Unit meets all specifications and sui 


□ 

□ 

□ 

□ 

□ 

□ 

□ 

()No 


Test performed by — 


Signature 



Date: 


Notes: 
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MAINTENANCE 



Customer 
: --' 669 «7 SERVICE REPORT 


** fetrtE# , ,6l c \6 

fljjisJl Hi rjLcJ ^^[Jl cj^ ± ih 

Al Amin Maintenance g Contracting Co. Ltd. 


Hospital / CItcc : l-;,-.. ai l i 

bbciul Cl'Z .it 

lelephone: 

Date :2.2.10.201£ 

j Invoice#: 

_ypSp'iVn 1. 

Fax: 

| | PPM 


Address 

P.O.#: 

| Installation 


CecLL). iclMclL i a r 

Received thru: 

Warranty 


- 

SAP Service Call #: 

| Contract 


Contact Person: 


1 Paid Service 



Model: 


OCT/ SLQ 


Serial #: 


05738 


Description 0 CT~ 


Problem / Error: 


Work Report: 


—has Le-ep_ obn^ nx; per check fist 


M Q r h i o p's uw h: f» f^v if n4~i 


D 7 


Optical Q Qphtha g— Derma □ ENT □ Ortho □ Neuro □ General □ 


Qty. 


Part Description 


Warranty Period: 


Acceptance Date 


/ 


/ 20 



Part# 


Price 


Invoice # 


2nd PM 


/ 


/ 20 


3rd PM 


/ 20 


4th. PM 


/ 20 


Date 


I 20 


/ 20 


/ 20 


Travel Time . * \ 

. Working Time 

'.. Expenses 


Date 

From 

To 

Total 

Unit 

Total 

Date 

From 

To-* 

Total 

Unit 

Total 

Date 


Total 

■ . - • . - 

■ 

• • ' r 

... ... 


i'.Kh 


." ; 


■: % ; 

i / * , t" i 









\ 

5 .- ’ > 




* 

■ ■ 







■j 



: . 


■* ■- 



Vpn.y, 










Total Travel 

22.: 


<— 


f^lWork 


Total Expenses: 



Work Complete 

Yes FT—f No [ 

Note 

rfitfetornef Engineer Vt\ . 


Date 



Need Follow-up 

Yes | ? 

] No PH 





ju w 

\ 




Enclosed 









— 



Stam 

p ' \ 0P S&^ 


Engineer 






) 

w 


-Signature: 

/] f I J.^' 

U/ 


Head Office: Jeddah: 


- 

Hail 0f£nch: 


( Hotline 9200 - Amico / 9200-26426 ) 

pn| iw *> 7 i t ^ h oiio Riyadh Branch: Al-Khobar Branch: Al-Madlna Branch: Abha Branch : Hail Branch : Qassim Branch : 

KUijCXdgn JKWafi214J-KSA P. 0. Bo* 55177, Riyadh 11534, KSA P.O. Box 30047, Al Khobar 31952 -KSA P. 0. Box 2870 Madina-KSA A Rajhi Center - Ktelidiya - Afcha - KSA HaB-KSA Casr.T. - Bo'aidah • KSA 

Te.: *556-12-6601149/ 655 5765 Tel. : +956-11-480 W07 Tel. .+956-13-864 2911/864 3587 Tel. : +966-14-815 4244 / 815 2529 Ta\ : *966-17-225 6793 TeL - +985-16-553-6266 Tb. : *956-16326-3115 

Fsc *966-12-6631146 Fax. *956-ll-4E0 3034 Fax.:+956-1 «9 9 4033 Fax. : +966-14-815 4742 Fax. : *966-17-228 8791 Fax. : *956-1 5-55633S0 Fax : *966-16-326-7115 

E-Mail: ksa@amicogroup.com www.amicoqroup.com 

*«-r- -- wr .T-a-r— -• J y— *' 


KJMSDOfJI WIDE S20C2S2S9 

I- 
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SSIWSO 



OCT/SLO Check fist 

Customer 

tAAH- 

Main body 

S/N 0S2Sg 

Table 

S/N _ 

Accessory 1 

S/N _ 

Accessory2 

S/N 


Date: 22 .-\o-2jM& 


Location: 


Service Engineer q 5amc . 


Power Data 


*2^hecking the power & fuses 
Checking up down joystick 


"Cleaning outer parts 
Cleanning the optics 

l/ Checking the computer hard disk capacity 
^f/lake backup for Database 
Checking the Camera settings 
"Checking the SpectroMeter unit 
Checking the table movment 


Remarks 
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I YVV? N 

• ■ 's'. •'''"* 

r 

:s\ :VVCt 

v ' Sil k 

< *V\n>-v. > ^ 


c v cl7 


Customer 
SERVICE REP OKI 


k*Vx AKs-UT.‘k ' 


; <.vv*> 
s 

v 




JeddctW Maivjox 


PC* * 

KsWA^V Pw 
ssV' Cf V>V v\V 


£>VTCvS; \6 45S 

*'' c - *»'t^*-vJ-£ e .“—'l ' 1 <s«lLuaJ j-f-cjjl 

A* An:m Mar.icruacv ts Contracting Co. Ltc 
r?*.t r >'2 \c .?C'ti | Invars-: 

r 


rT mr^L 


Cv»*cs#c4 'V^.N v 
v\v*e 


>',C - ;>CO \ 


SOS£0 


ln$U> w’tran 
Warranty 

^Contract I 
Paid Serv.. 

Dt>scfirt!o r ’ MuJ il- Glcf Las<r 


'X'Cxf-^ i- 


1 / Mll , 

'•ON NC-,V»t 

PPNI Y\£\c hcYn COTsr OS JVC_ch^ciljblsJ^'- 

V . ___—— -— 

i—- 

f^QfVtintT ^ tors WnQ 

^ Cct^o'rk - 


11 

C- 

o- 


....— ..... ————-■■ ■ ..„. ■ 1 - 

: CCJ&sft 

Co*Xroe v^* Dfrrrcs EXT C 

)rtho 1 Nieun? ;\ 

Genera! 


Fart Oascxipfcn 


Part# Pooe 

_^-——^ 

i ‘— -- 

]} 


W a ~ a rc « Perce 


iccsctaic© 



brace P 


4th PM 


/ TO 


I f s 

TrweJTVne 



i* ct\t’ 

b.7ir>e 


Expenses 

i—— '-■—■—►— 1 


| Das ,-FfCf“ To fTrca;' Unt | 

fcfcjf 

Dot? 

: Frans' 

f To 

f Tcia' 

■ 

[unk] 

: Total \ 

- -; 

! Date 
:-- 


Total J 

-- 

*.. .. 

i t ! r 


j 

1 


i 

‘ 

i j 

8 -..■- »-- 


J 

• 

4 r- i 4 | . f 

1 1 i { i i 

j 


■ ' ' "J 0 * 

■r ^j 


fjj 

I 

J 



J 


1 1 1 



K£/j 


fyl \ 


: 

\ 

> 1 


t 

i 1 


TcC3 r 


C<4 



TcfcjVVort. 

1 l 

L A 

% I f-V k 

Iota! Expenses: 



LCcr-pes? 
*,, —xf Paloa-ur 


--sores' 


>: *s 


Stamp: 






x'O' 


cC v 


rw-’c^s-’'' 
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MC-500 vh:i PPM CHECK LIST 


Customer 

I'AMl . 

^03 rruvvn body 

S/N: 563^6 


Date 

2Z,\C) 2o 

Location 

Go<i 

Service engineer 

Om' on c v 


Ux>-s Ncx\iv N vi j 

| Calibrator* 

r^\>er meter 

Methanol 

p -— 

ftreoal Clinina Paper 


Kirst ITM 
Second PPM 


Power Data 


Spot see: 500pm 


Color 


GREEN,YELLOW,RED 


Power indicator 

Color 


RED 

YEL 

GRN 

50 mw 1 

/ 

uq 

/ 

100 mw 

/ 

Q 1 

/ 

200 mw 

/ 

iqs 

/ ... 

400 mw 

/ 

/ 


.. / 

S00 mw 

j 

f 

:ns 

/ 

1000 mw 

J 

/ 

TiF 

r 


Checking the fiber alignment 
Checking the indicated spot size 
Checking the protective filter 
Checking the laser output 
^jCleanning the optics 
Checking the output RED —A 

Checking the power source 


Green -■/- -A Yellow 


Remarks 








f 

ll 


* 

ir 


Os 


Kh : 
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